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Gmicro Testing

GUANGDONG DETECTION CENTER OF MICROBIOLOGY

REPORT FOR ANALYSIS

Report Ne. 2020SP3971R02E
Name of Sample Handrail LED UV Sterilizer
Applicant Guangzhou Deysse Elevator Fitting Co., LTD.

Test Type

Address: Building 66, No.100 Central Xian Lie Road, Guangzhou, China
Postcode: 510070

Tel: +86 20 87137666

Fax : +86 20 87137668

Website : www.gddem.com
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Gmicro Testing

REPORT FOR ANALYSIS

Name of Sample Handrail LED UV Sterilizer Test Type Entrustment Test
Room 2801-1, Jinhw Building,
. Guangzhou Deysse Elevator No.123 Jiefang South Road,
Applicant Fitting Co., LTD. A Yuexiu District, Guangzhou,
510120 China
Sadislo S6tae Submitted for jl'cstmg by the ke Quanity s
Applicant
Spec and Lot Ne State and :
GS00101001 Mach
of Sample Characteristic o
S le Received TestC letio
o 2020-05-11 B 202040526
Date Date
Test Standard and Refer to Technical Standard for Disinfection{Ministry of Health, Edition 2002),
Method section 2-2.1.5.5
Item Tested Sterilization and disinfection equipment disinfection efficacy test
The testdata of the sample(s) is attached to the page(s) of this report.
Test Conclusion
R
Issue Date: E‘E\t}ﬂﬁ-m T AT
(Official Sgal) 75
Remarks Mamfacturer/Supplier:Guangzbhou Deysse Elevator Fiting Co., LTD. (Prov

iRy 1

Editor: Gﬂﬂ Jﬂ'lj!m

Approver: W

Verifier: iinﬂﬂr Vag ;’”5
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Gmicro Testing

GUANGDONG DETECTION CENTER OF MICROBIOLOGY

ANALYSIS AND TEST RESULT
Report Ne.: 2020SP3971 RO2E

1. Actiontime: 4h
2. Action distance: 25mm away from the sample

3. Test results:
Logarithm of infectivity
titre of virus Average infectivity Average Inactivation
. Group Ig TCID/m titre of virus inactivat bn ratio
e e A (TCIDg/mL) a (%)
- verage “IDey/m log value o
value
Caontrol group | 5.00
Control group 2 5.00 5.11 1.3x10°
Influenza MDCEK | Centrol group 3 5.33
vins lls 1.22 94.00
HINI ccl Test group | 4.00
Test group 2 3.67 3.89 78%10°
Test group 3 4.00

Cell control: Normal growth.

Photo of the sample:

(blank below )
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Report Ne.: 2020SP3971R02E

Notice Items

. The Test reportis invalid if not affixed with Authonzed Stamp of Test and Paging Seal.

b

The Test report is invalid without signature of verifier and approver.

3. The Test reportis invalid if being supplemented, deleted or altered.

4. Without prior written permission, the report cannot be reproduced, except in full.

5. Unless otherwise stated, the results shown in this test report refer only to the sample(s)
submitted.

6. Any dispute of the report must be raised to the testing body within 15 days after the report 1s

received, exceeding which the dispute will not be accepted.

7. For the tested sample(s) submitted by the applicant, the sample information in the test report
is provided by the applicant and the laboratory 1s not responsible for its authenticity.

8. This test report is for reference only to the applicant and does not have a proof of effect for

others.
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